[The first experience with using high frequency thermo-destruction in patients with metastatic cancer of the liver].
Thermodestruction of the metastatic cancer of the liver was used in 18 patients. A high frequency induction thermodestructor ELECTROTOM HITT ("Berhtold" Germany) with the working frequency 343 kHz and power 0-60 Wt was used. After the ablation of the main focus the thermodestruction of metastases was performed in the liver. The effects of thermodestruction were estimated by the intraoperative biopsy before and after thermodestruction. The procedure was considered effective if biopsy revealed necrobiotic tissues. A connective tissue scar was formed at the place of thermodestruction. After operation the patients were given polychemotherapy.